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PART 6 ANALOGUE INTEGRATED CIRCUITS, MEASURING METHODS 
Section 2 Linear Amplifiers 



1 SCOPE 

1.1 This standard (Part 6/Sec 2) provides measur- 
ing methods for Analogue Integrated Circuits Linear 
Amplifiers including Operational Amplifiers. 

2 REFERENCES 

2.1 The Indian Standards listed below are necessary 
adjuncts to this standard : 



IS No. 

1885 (Part 7/ 
Sec 5) : 1971 



3715 
(Part 1) : 1971 



12970 
(Part 1) 



1990 



Title 

Electrotechnical vocabulary: 
Part 7 Semiconductor devices, 
Section 5 Integrated circuits and 
microelectronics 

Letter symbols for semi- 
conductor devices: Part 1 
General aspects 

Semiconductor devices — 
Integrated circuits: Part 1 
General 



3 TERMINOLOGY 

3.1 For the purpose of this standard, terms and defi- 
nitions given in IS 1885 (Part 7/Sec 5) : 1971 and 
provisions of 3 of IS 12970 (Part 1) : 1990 apply. 

4 LETTER SYMBOLS 

4.1 For the purpose of this standard letter symbols 
given in IS 3715 (Part 1) : 1971 shall be applicable. 

5 SPECIFIC REQUIREMENTS 

5.1 General 

The following methods of measurement are intended 
as general methods applicable to most types of linear 
amplifiers, including operational amplifiers. 

For many characteristics, two different methods of 
measurement are given. It should be noted that 
these methods may not be directly equivalent, in 
that either: 

a) they may be applicable to different types of 
amplifiers (e.g. single-ended or differential 
input types), or 



b) they may not measure a characteristic under 
the same conditions (for example a.c. method 
only or d.c. method only). 

Furthermore, some methods (usually labelled as 
"method a") are suitable as laboratory methods, whilst 
others (usually labelled as "method b") arc those 
particularly suited to be used in automatic test equip- 
ment. In the latter context, it should be noted that 
the following methods can be grouped together as 
forming a sequence of tests using basically a fixed 
measurement set-up: 

— differential input resistances (method 7.2 b); 

— input offset voltage of a differential input 
amplifier (method 9.2 b); 

— input offset current of a differential input 
amplifier (method 10.2 b); 

— input bias current of a differentia] input am- 
plifier (method 11.2 b); 

— d.c. voltage amplification of a differential 
input amplifier (method 14.2 b); 

— d.c. value common-mode rejection ratio of a 
differential input amplifier (method 16.2 b); 

— supply voltage rejection ratio (for one or more 
supplies) (method 17.2 b); and 

— output voltage range (for a differential input 
amplifier) (method 18). 

This group of methods requires the use of an ad- 
ditional amplifier (labelled A in this standard), the 
requirements of which arc given in 5.3. 

Furthermore, this group of methods usually requires 
the characteristics being measured to be obtained 
by calculation. 

The list of measurement methods is not intended 
to be complete and may be extended in the future. 

In certain measurements (for example "offset voltage" 
and "offset current") the specified characteristics imply 
measurement at the input of the amplifier. The 
methods actually use measurements made ftt the 
output in order to use the gain of the amplifier to 
reduce the effect of impedance on the measurement 
point. 



1 
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5.2 General Precautions 

5.2.1 Care should be taken during all measurements 
to ascertain that no parasitic oscillations occur. 

5.2.2 Any auxiliary or stabilizing circuits specified 
by the manufacturer shall be connected. 

5.2.3 All power supplies should have essentially zero 
impedance at the signal frequencies used in the 
measurements. 

5.2.4 When the measurement is to be made under 
small-signal conditions on a linear part of the in- 
tegrated circuits characteristic, the a.c. signals 
employed should be such that a progressive decrease 
in their amplitudes results in negligible changes in 
the parameter value within the desired accuracy. 

5.2.5 Unless otherwise stated, the ambient or ref- 
erence-point temperature should be within ± 2°C of 
the specified value during all measurements. 

5.2.6 When the integrated circuit is connected to 
or disconnected from the measurement circuit, care 
must be taken to ensure that the limiting conditions 
of use are not exceeded during such operations. 

5.2.7 Where required, the supply voltages must be 
switched on in the correct sequence. 

5.2.8 In making d.c. measurements, it is possible 
that some parameters may change under the 



influence of the environmental conditions, particularly 
temperature. Where several d.c. measurements are 
to be made in order to determine the value of a 
characteristic, the time interval between such 
measurements should be as short as possible. 

5.3 Requirements for the Additional Amplifier 
A (Null Amplifier) and Associated Components 

The group of methods suitable for automatic testing 
use the amplifier under measurement and an addi- 
tional differential input amplifier A in a closed-loop 
arrangement, shown in block form in Fig. 1. 

This amplifier A together with its associated com- 
ponents constitutes a "null amplifier". 

The required characteristics for the components of 
the basic circuit within the dotted lines are as 
follows: 

Amplifier A 

It should preferably have characteristics similar to 
those of the amplifier under measurement, but par- 
ticularly : 

— an open-loop amplification greater than 
60 dB; 

— an adequate output voltage swing; 

— an adequate common-mode input voltage 
range for the output voltage of the integrated 
circuit under measurement. 



«f 




E - common-mode voltage source. 



JL. ">«■ 



' *■ + *> 



V = reference voltage. 



Fta. 1 Basic Block Diagram for Automatic Testing 
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Other Components 

The resistors R 1 and R 2 arc added to provide suitable 
gain and input characteristics for amplifier A. They 
should meet the following requirements. 

/?j » output resistance of amplifier under 
measurement. 

/?, » any load resistance across the output of 
amplifier under measurement. 

R l « R r 

R 2 » output resistance of amplifier A. 

R ( » output resistance of amplifier A. 

Furthermore, R l should have as small a value as 
possible, consistent with the other requirements. 

Capacitor C may need to be added to avoid any 
parasitic oscillation in the measurement set-up. 

6 POWER SUPPLY CURRENTS (22) 

6.1 Purpose 

To measure the value of the current drawn from 
the power supply under zero and/or maximum output 
signal conditions. 

6.2 Precautions to be Observed 

See 5.2 on general precautions. 

6.3 Measurement Procedure 

The supply voltages are set to the specified values. 

Any necessary biasing circuits arc connected to the 
integrated circuit as required, and the bias condi- 
tions are set to the specified value(s). 

A specified signal source and a specified load are 
applied to the integrated circuit. 

With zero output signal and/or maximum output sig- 
nal, the values of current from each supply are noted. 

6.4 Specified Conditions 

— Ambient or reference-point temperature. 

— Power supply voltagc(s). 

— Input source impedance and output load 
impedance. 

— Bias and/or offset compensation network(s). 

— Input signal level, frequency and waveform. 

— Conditions at other terminals. 

— Loop conditions. 

7 SMALL-SIGNAL INPUT IMPEDANCE (23) 
7.1 Method a 



7.1.1 Purpose 

To measure the values of the real and imaginary 
(without regard to sign) parts of the input impedance 
of a linear amplifier. 

7.1.2 Circuit Diagram 
NOTES 

1 Z f is equal to the characteristic impedance of the 
attenuator. 

2 For single ended output, P should be earthed. For 
symmetrical outputs, P should not be earthed. 

7.1.3 Circuit Description and Requirements 

In general, the linear amplifier may be considered 
as a three-input terminal network, and measurement 
of input impedance may be required between any 
pair of input terminals. 

Figure 2 shows the basic measurement set-up, in 
which the input terminals are unbalanced. The meas- 
urement will normally be made with the terminal 
2 earthed, but may be made with a specified bias 
circuit connected between terminal 2 and the ref- 
erence terminal if so required by the specification. 

The basic arrangement may be modified to permit 
measurement of input impedance under balanced 
conditions (for example, for the two input terminals 
of a differential input amplifier), as shown in 
Fig. 3. The reminder of the equipment remains as 
shown in Fig. 2. 

Resistor R t is a high-accuracy calibrated resistor. The 
object of the measurement is to obtain two known 
values of the resistor /?, which, together with known 
settings of the attenuator, maintain the output voltage 
V o at a fixed value. The value of the input imped- 
ance may then be calculated as follows: 

The input circuit may be represented as shown in 
Fig. 4. 



It may be shown that 



= 1 + 



R 2 + X 2 



where R + jX is the input impedance. 

This equation contains two unknowns (/? and X) and 
they may be evaluated by finding two values of R { 
for known ratios of VJV . The method selects values 
of 2 and 4 for the ratio VyVL corresponding to changes 
in the attenuator setting (from the initial setting) of 
6 dB and 12 dB. The value of V 2 is maintained 
constant, V, only being altered. 

The load resistor R { should be chosen s* that 
the circuit is operating well within specified con- 
ditions. 
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The value of the attenuator impedance should be 
very low compared with the input impedance, that 
is : 



Z « 



\/r 2 + X 1 



100 



7.1.4 Precautions to be Observed 
See 5.2 on general precautions. 

7.1.5 Measurement Procedure 

The integrated circuit is connected in the measure- 
ment circuit as shown either in Fig. 2 or Fig. 3. 



O.C. SUPPLIES 




Fig. 2 Measurement Qrcuit with Input Terminals Unbalanced 



DC SUPPLIES 
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p£j 



R,/» 



INTEGRATED CIRCUIT 
UNDEP. MEASUREMENT 



I 



NOTE — Z % is equal to the characteristic impedance of the attenuator. 

Fig. 3 Measurement Circuit with Input Terminals Balanced 




R -t- j J 



Fig. 4 Equivalent Circuit Representation 
4 



The bias and supply voltages are set to the speci- 
fied values. With switch S closed, the signal gen- 
erator is set to the specified frequency, and its output 
and the setting of the attenuator are adjusted such 
that an undistorted output signal V o is obtained. A 
check should be made to ensure that the circuit is 
operating within its linear operating region, as stated 
in the general precautions section. 

Switch S is then opened, and the attenuator setting 
reduced by 6 dB. A value of R l is obtained so that 
the output level of V o is established again. 

The attenuator setting is reduced by another 6 dB 
(that is, 12 dB on the initial setting), and a second 
value of /?! obtained so that the output level of V o 
is maintained. 

The values of the real and imaginary components 
of the input impedance cart be obtained by calcu- 
lation. It will usually be convenient to construct suitable 
graphs from which the required values can be read 
off directly. 

NOTE — If ihe input impedance is essentially resistive (for 
example, at a sufficiently low frequency), the measurement 
may be simplified. In this case only the first 6 dB change 
of the attenuator setting is made and the value of R l required 
to maintain the output voltage V is then directly equal to 
the input resistance. 

7.1.6 Specified Conditions 

— Ambient or reference-point temperature. 

— Power supply voltage(s). 

— Bias and/or offset compensation network(s). 

— Input signal level and frequency. 

— Reference output voltage. 

— Output load resistance R v 

— Conditions at other terminals. 

— Additional networks, where appropriate. 

7.2 Method b (Applicable only to Differential 
Input Amplifiers) 

7.2.1 Purpose 

To measure the value of the differential input re- 
sistance of a differential input amplifier. 

NOTE — In order to be able to consider the input imped- 
ance as a pure resistance, the measurement signal frequency 
must be sufficiently low so that there are no significant phase 
differences between the voltages at the input terminals of 
the amplifiers to be measured with or without the scries 
resistor /?. 

7.2.2 Circuit Diagram 

7.2.3 Circuit Description and Requirements 

Amplifier A should conform to the requirements given 
in 5.3. In addition, the value of the resistors should 
be chosen as follows: 
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mately equal to r. d , the differential input 
resistance of the integrated circuit under meas- 
urement; 

the value of resistor R should be smaller 

o 

than R ( which in turn should be smaller than 



— capacitor C must have a very low admit- 
tance at the frequency of measurement. 

The ratio between R. and R should be chosen so 

f o 

that voltage V does not exceed the output voltage 
swing of amplifier A. 

7.2.4 Precautions to be Observed 
See 5.2 on general precautions. 

7.2.5 Measurement Procedure 

The integrated circuit is connected in the measure- 
ment circuit as shown in Fig. 5. 

The supply voltage are set to the specified values. 

Switch 5 4 is closed, switch S 5 is connected to earth 
and switch S 3 is connected to the signal source. 

Switches 5 ; and S 2 are first closed, and the output 
voltage V is measured. 

Switches S, and S 2 are then opened and the output 
voltage V R) is measured. 



The differential input 



2R 



resistance 



7.2.6 Specified Conditions 

— Ambient for reference-point temperature. 

— Power supply voltagcs(s). 

— Bias voltage(s). 

— Input signal level and frequency. 

— Input source impedance. 

— Output load resistance R v 

— Conditions at other terminals. 

— Additional networks, where appropriate. 

8 OUTPUT IMPEDANCE (24) 

8.1 Method a 

8.1.1 Purpose 

To measure the values of the real and imaginary 
(without regard to sign) parts of the output imped- 
ance of a linear amplifier. * 



— the value of resistor R should be approxi- 8.1.2 Circuit Diagram 
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8,1.3 Circuit Description and Requirements 

The method is similar in principle to that used for 
measuring input impedance (7.1); and may be 
explained by means of Fig. 7. 

For the equivalent circuit of Fig. 6 it may be shown 
that : 






R 2 2R 

1 + + 

*. 2 R. 



X 1 



where R + jX is the output impedance. 

For two values of the ratio [ V oW JV. KUm) ], for 
which the output voltage change is respectively 
6 dB and 12 dB, the corresponding values of R L 
are noted; then the values of R and X may be de- 
termined by calculation. 

8.1.4 Precautions to be Observed 
See 5.2 on general precautions. 




R R 
NOTE— /J, is equal to ' 2 



Fig. 5 General Measurement Qrcuit 
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INTEGRATED CIRCUIT 
UNDER MEASUREMENT 




NOTE — For single-ended output P should be earthed. For symmetrical outputs. P should not be earthed. 

Fig. 6 Measurement Qrcuit for Output Impedance 
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Fig. 7 Equivalent Circuit for Output Impedance Measurement 



8.1.5 Measurement Procedure 

The integrated circuit is connected in the measure- 
ment circuit as shown in Fig. 6. 

The bias and supply voltages are set to the speci- 
fied values. With switch S open, the output level 
of the signal generator is adjusted to give a suitable 
level of output voltage V\ 

Switch S is then closed and two values of R are 
obtained so that the output voltage drops by 6 dB 
and 12 dB respectively compared with its open- 
circuited value. 

The values of R and X may then be obtained by 
calculation as shown above. 

NOTE — If the output impedance is essentially resistive (for 
example at a sufficiently low frequency), the measurement 
may be simplified. In this case, only the first change of output 
voltage (by 6 dB) is needed, and the value of R L required 
to reduce the output voltage by 6 dB is then directly equal 
to the output resistance. 

8.1.6 Specified Conditions 

— Ambient or reference-point temperature. 

— Power supply voltages(s). 

— Bias and/or offset compensation network(s). 

— Input signal level and frequency. 

— Input source impedance. 

— Reference output voltage. 

— Conditions at other terminals. 

— Additional networks, where appropriate. 

8.2 Method b (Applicable only to Differential Input 
Amplifier with Single-Ended Output) 

Under consideration. 



9 INPUT OFFSET VOLTAGE OF A 
DIFFERENTIAL-INPUT LINEAR AMPLIFIER 
AND BIAS VOLTAGE OF A SINGLE-ENDED- 
INPUT LINEAR AMPLIFIER (VJ (25), (26) 

9.1 Purpose 

To measure the value of the d.c. voltage required 
between the input terminals to bring the quiscent 
d.c. output voltage to zero or a specified value. 

9.1.2 Circuit Diagrams 

9.1.3 Circuit Description and Requirements 

The linear amplifier under measurement is connected 
in the measurement circuit under recommended op- 
erating conditions, and the input offset or bias supply 
voltage is adjusted until the output voltage is brought 
to zero (or a specified value). Where the single- 
ended input amplifier has no inverted output, an 
inverting amplifier with a gain of one is inserted 
in the circuit as shown in Fig. 9. 

R 2 should be selected to be neither larger than the 
nominal input impedance nor less than ten times the 
output impedance of the amplifier. R t should be equal 
to R 2 divided by 100 or by one-tenth the minimum 
open-loop gain, whichever is the smaller. The d.c. 
source resistance presented to the input terminals 
should be low enough to ensure insignificant error 
due to the maximum specified offset (or bias) current 
compared with the maximum specified offset (or bias) 
voltage. 

NOTE — Where an inverting amplifier is required for use 
with a non-inverting single-ended input amplifier, its input 
impedance should be at least ten times the output impedance 
of the circuit under measurement. 

9.1.4 Precautions to be Observed 
See 5.2 on general precautions. 

9.1.5 Measurement Procedure 

NOTE — In this clause, the term "bias" refers to single-ended 
input amplifiers only. 

The integrated circuit is connected in the measure- 
ment circuit as shown either in Fig. 8 or in Fig. 9. 
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The supply voltages are set to the specified values. 

Any necessary additional networks will be connected 
as specified. 

The offset (or bias) voltage supply V is adjusted 
to bring the output level to zero voltage (or to a 
specified value V Q ) and the value is noted. 

The offset (or bias) voltage is calculated and is given 
by: 



R 7 

V = V — 

* R t + R 2 



+ V 



R, 



R { + R 2 



9.1.6 Specified Conditions 

— Ambient or reference-point temperature. 

— Power supply voltage(s). 

— Nomina] input resistance. 

— Minimum open-loop gain. 

— Reference output voltage. 



— Nominal output resistance. 

— Load resistance. 

— Conditions at other terminals. 

— Additional networks, where appropriate. 

9.2 Method b (Applicable only to Differentia] Input 
Linear Amplifiers) 

9.2.1 Purpose 

To measure the value of the d.c. voltage required 
between the input terminals to bring the quiescent 
d.c. output voltage to zero. 

9.2.2 Circuit Diagram 

9.2.3 Circuit Description and Requirements 

The linear amplifier under measurement is inserted 
in a measuring loop including amplifier A and a 
divider bridge consisting of resistors R ( and R o . The 
output voltage of amplifier A, V is read on a high 
impedance voltmeter. Resistors R are short circuited 
by switches S { and S r 
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V = auxiliary offset supply. 

Fig. 8 Differential Inputs 
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V % = auxiliary bias supply. 

Fig. 9 Single-Ended Input 
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Amplifier A compares V o , the output voltage of the 
amplifier under measurement, and the reference 
voltage V R . Voltage V o should be equal to zero. Under 
these conditions, the output voltage of amplifier A, 
Vyy is noted and this voltage is 1/k times the input 
offset voltage. 

V = kV 



where 



k * 



K + *< 



Amplifier A should conform to the requirements given 
in 5.3. 

DpcictAr J? clirail/t H#» miis>ti lanrpr than R TH** ratin 

between R t and /? o should be chosen in such a way 
that voltage V. does not exceed the output voltage 
swing of amplifier A. The accuracy of the method 
of measurement depends on the precision of the values 
of resistors R t and R . 

9.2.4 Precautions to be Observed 
See 5.2 on general precautions. 

9.2.5 Measurement Procedure 

The integrated circuit is connected in the measure- 
ment circuit as shown Fig. 10. 

The supply voltages are set to the specified values. 

With switches .V . S. and S rinsed, switches S. and 
S 5 are connected to earth. 
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The value of the voltage V, is noted; let this be 

The input offset voltage is given by V l0 = k V^. 

9.2.6 Specified Conditions 

— Ambient or reference-point temperature. 

— Power supply voltage(s). 

— Output load impedance. 

— Conditions at other terminals. 

— Additional networks, where appropriate. 

10 INPUT OFFSET CURRENT (/ |0 ) [27] 
10.1 Method a 

10.1.1 Purpose 

To measure the value of the difference between the 
input currents of a differential input amplifier required 
to bring the output voltage to zero or another 
specified value, the offset voltage being previously 
compensated. 

10.1.2 Circuit Diagrams 

10.1.3 Circuit Description and Requirements 

The linear amplifier under measurement is connected 
in the measurement circuit under recommended op- 
erating conditions, and the input offset supply Voltage 
is adjusted until the output voltage is brought to zero 
(or a specified value). 



♦■ £cm 
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- E CM 
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NOTE— fi, is equal to 
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Fig. 10 General Measurement Circuits 
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R 2 should be selected to be not larger than the nominal 
input impedance nor less than ten times the output 
impedance of the amplifier. 

R { should be equal to R 2 divided by 100 or by one- 
tenth the minimum open-loop gain, whichever is the 
smaller. 

R h should not be larger than the nominal input im- 
pedance. 

The resistance of the switches 5, and 5,, when they 
are in the open-circuit conditions, should be greater 
than 100 times the values of resistors R y 

The resistance of the offset supply shall be low enough 
to ensure insignificant error due to maximum specified 
offset current as compared with maximum specified 
offset voltage. 

10.1.4 Precautions to be Observed 
See 5.2 on general precautions. 

10.1.5 Measurement Procedure 

The integrated circuit is connected in the measure- 
ment circuit as shown in Fig. 11. 

The supply voltages are set to the specified values. 

Any additional networks shall be connected as speci- 
fied, where appropriate. 

The switches S x and S 2 are closed. 

The offset voltage supply is adjusted to bring the 
output voltage to zero voltage (or to a specified value), 
and its value is noted; let this value be V S1 . 

The switches S t and S are now opened. The offset 
voltage supply is again adjusted to bring the out- 
put voltage to zero (or the same specified value), 
and its value is noted; let this value be V $2 . 



The input offset current is given by 

_1_ R~ 

R, 



Ao = 



JL 



*1 + *2 



(V.I - vj 



10.1.6 Specified Conditions 

— Ambient or reference-point temperature. 

— Power supply voltage(s). 

— Nominal input resistance. 

— Minimum open-loop gain. 

— Nominal output resistance. 

— Load resistance. 

— Reference output voltage. 

— Conditions at other terminals. 

— Additional networks, where appropriate. 

10.2 Method b 

10.2.1 Purpose 

To measure the value of the difference between the 
input currents of a differential input linear amplifier 
required to bring the output voltage zero, the off- 
set voltage being previously compensated, 

10.2.2 Circuit Diagrams 

10.23 Circuit Description and Requirements 

The linear amplifier under measurement is inserted 
in a measuring loop including amplifier A and a 
divider bridge consisting of resistors R ( and R o . The 
output voltage of amplifier A, V v is read on a high 
impedance voltmeter. Amplifier A compares V o , the 
output voltage of the amplifier under measurement, 
and the reference voltage V R . Voltage V o should be 
equal to zero. 

Amplifier A should conform to the requirements given 
in 5.3. In addition, resistor R ( should be much larger 
than R . The ratio between R ( and R o should be chosen 
in suc& a way that voltage V does not exceed the 
output voltage swing of amplifier A. The accuracy 
of the method of measurement depends on the precision 
of the values of resistors R t and R. 
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V = offset voltage. 

Fig. 11 Measurement Circuit 
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10.2.4 Precautions to be Observed 
See 5.2 on general precautions. 

10.2.5 Measurement Procedure 

The integrated circuit is connected in the measure- 
ment circuit as shown in Fig. 12. 

The supply voltages are set to the specified values. 

With switches S v S 2 and S 4 closed, switches S 3 and 
S 5 are connected to earth. 

The value of the voltage V L is noted; let this be 



The switches S x and S 2 are opened. 

The value of the voltage V, is again noted; let this 

The input offset current is given by: 

V,, - V. R 

/.„ = k -^ ^ where k = 



R 



R + R, 



10.2.6 Specified Conditions 

— Ambient or reference-point temperature. 

— Power supply voltage(s). 

— Output load impedance, 

— Conditions M other terminals. 

— Additional networks, where appropriate. 
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11 INPUT BIAS CURRENT </ IB ) [28] 

11.1 Method a 

11.1.1 Purpose 

To measure the value of the currents) flowing through 
the input terminal(s) of a similar amplifier. 

11.1.2 Circuit Diagrams 

11.1.3 Circuit Description and Requirements 

The linear amplifier under measurement is connected 
in the measurement circuit under recommended op- 
erating conditions, and the input offset or bias supply 
voltage is adjusted until the output voltage is brought 
to zero (or a specified value). When the single-ended 
input amplifier has no inverted output, an inverting 
amplifier with a gain of one is inserted as shown 
in Fig. 14. 

R z should be selected to be not larger than the nominal 
input impedance nor less than ten times the output 
impedance of the amplifier. 

R 2 should be equal to R 2 divided by 100 or by one- 
tenth the minimum open-loop gain, whichever is the 
smaller. 

R } should not be larger than the nominal input im- 
pedance. 

The resistance of switches 5 t and 5., when they are 
in the open circuit conditions, should be greater than 
100 times the value of resistor R y 
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Fig. 12 General Measurement Circuit 
11 



IS 12970 ( Part 6/Sec 2 ) : 1992 

The resistance of the offset supply shall be low enough 
to ensure the insignificant error due to maximum 
specified offset (or bias) current as compared with 
maximum specified offset (or bias) voltage. The effect 
of inserting a known resistance into each input lead 
is noted. The input bias current is obtained by 
calculation. 

NOTE — Where an inverting amplifier is required, its input 
impedance should be at least ten times the output impedance 
of the circuit under measurement. 

11.1.4 Precautions to be Observed 
See 5.2 on general precautions. 

11.1.5 Measurement Procedure 

a) Differential input amplifier : 

The integrated circuit is connected in the meas- 
urement circuit as shown in Fig. 13 or in 
14. 

The supply voltage are set to the specified 
values. 

With S 1 open and S 2 closed, the offset voltage 
supply is adjusted to bring the output voltage 



to zero (or the specified value V o ), and its 
value noted; let this be V S1 . 

S t is now closed and S 2 opened. The offset 
voltage supply is again adjusted to bring the 
output voltage the zero (or to a specified 
value V) and its value noted; let this be 
V . 

S2 

The bias current is given by : 



4a = 



2R, (R t + R 2 ) 



(v sl - vj 



NOTE — This gives the average bias current in each 
terminal. 

b) Single-ended input amplifier. 

The integrated circuit is connected in the 
measurement circuit as shown in Fig. 13 or 
in 14. 

Power and bias supplies are connected and 
set to the specified value and, where 
appropriate, additional networks will be 
connected as specified. 

With S closed, the bias voltage is adjusted 
to bring the output voltage back to zero (or 
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specified value VJ and its value noted; let 11.2.1 Purpose 



this be V. 

hi 

With S opened, the bias voltage is again 
adjusted to bring the output voltage back to 
zero (or the specified value VJ and its value 
noted; let it be V S2 . 

The bias current is given by : 

R, 



Ab = 



<Y.x ~ V J 



11.1.6 Specified Conditions 

— Ambient or reference-point temperature. 

— Power supply voltage(s). 

— Bias voltage(s). 

— Nominal input impedance. 

— Nominal output resistance. 

— Minimum open-loop gain. 

— Output reference voltage. 

— Output load resistance. 

— Conditions at other terminals. 

— Additional networks, where appropriate. 

11.2 Method b (Applicable only to Differential 
Input Amplifiers) 



To measure the value of the average bias current 
of a differential input linear amplifier, to bring the 
output voltage to zero. 

11.2.2 Circuit Diagrams 

11.2.3 Circuit Description and Requirements 

The integrated linear amplifier under measurement 
is inserted in a measuring loop including amplifier 
A and a divider bridge consisting of resistors R { and 
R o . The output voltage of amplifier A, V^ is read 
on a high impedance voltmeter. Resistors R can be 
short-circuited by switches 5 t and S r 

Amplifier A compares V Q , output voltage of the am- 
plifier under measurement, and the reference voltage 
V R . Voltage V should be equal to zero. 

Amplifier A shall comply with the requirements given 
in 5.3. In addition, resistance R { should be much 
larger than R o . The ratio between R ( and R should 
be chosen in such a way that voltage V, Joes not 
exceed the output voltage swing of amplifier A. The 
accuracy of the method of measurement depends on 
the precision of the values of resistors R { and R o . 

11.2.4 Precautions to be Observed 
See 5.2 on general precautions. 

11.2.5 Measurement Procedure 

The integrated circuit is connected in the measure- 
ment circuit as shown in Fig. 15. 
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The supply voltages are set to the specified values. 

With switches 5, open and S 4 closed, and switch 
5, opened, switches 5 3 and 5 5 are connected to earth. 
The value of voltage V L is noted; let this be V L2 . 

Then switch S is opened and switch S 2 is closed, 
all other switches remaining unaltered. The value 
of voltage V L is again noted; let this be V* Lr 

The average bias current is given by : 

k (V u - V L2 ) R_ 



Ab = 



2R 



where k = 



R + R, 



11.2.6 Specified Conditions 

— Ambient or reference-point temperature. 

— Power supply voltage(s). 

— Output load impedance. 

— Conditions at other terminals. 

— Additional networks, where appropriate. 

12 INPUT OFFSET VOLTAGE TEMPERA- 
TURE COEFFICIENT (OJ (29) 

12.1 Purpose 

To measure the value of the coefficient of change 
of input offset voltage caused by a change in integrated 
circuit temperature. 

12.2 Circuit Description and Requirements 

The methods of measurement described in 9, either 
method a or method b, are applicable for this 
measurement. 

12.3 Measurement Procedure 

The input offset voltage is measured as described 
in 9 with the integrated circuit stabilized at the first 
specified temperature T t ; let this value of offset 
voltage be V l01 . 

The integrated circuit temperature is then raised and 
stabilized at the second specified temperature T 2 and 
the input offset voltage is measured again; let this 

** V un- 

The input offset voltage temperature coefficient is 
given by: 



V - V 

102 101 



7\ - T. 



12.4 Specified Conditions 

As in 9.1 or 9.2 according to the method used, plus 
the values of temperatures T l and T r 



13 INPUT OFFSET CURRENT 
TEMPERATURE COEFFICIENT (30) 

13.1 Purpose 

To measure the value of the temperature coefficient 
of input offset current. 

13.2 Circuit Description and Requirements 

The methods of measurement described in 10, either 
method a or method b, are applicable for this meas- 
urement. 

13.3 Measurement Procedure 

The input offset current / is measured as described 
in 10 with the integrated circuit stabilized at the 
first specified temperature T v 

The integrated circuit temperature is then raised and 
stabilized at the specified second temperature T 2 and 
the input offset current is measured again; let this 

be / or 

The input offset current temperature coefficient is 
given by : 

'|Q2 ~ 101 

no ~ f f 

13.4 Specified Conditions 

As in 9.1 or 9.2 according to the method used, plus 
the values of temperatures T 1 and T r 

14 OPEN-LOOP VOLTAGE AMPLIFICATION 

(31) 

14.1 Method a 

14.1.1 Purpose 

To measure the value of the small-signal voltage 
amplification of a linear amplifier at a specified 
reference frequency. 

NOTE — This method may not be applicable to some types 
of amplifiers, for example amplifiers employing a fietd-effeci 
transistor input stage, 

14.1.2 Circuit Diagrams 

14.1.3 Circuit Description and Requirements 

The linear amplifier under measurement is connected 
in the measurement circuit under recommended op- 
crating conditions. The signal input to the attenuator 
is set to a known level, the attenuator is adjusted 
to give the same signal level at the output of the 
integrated circuit. The amplification is then equal 
to the value of the attenuation. 

The attenuators impedance should be insignificant 
compared with the input impedance of the amplifier 
under measurement, that is, the attenuator imped- 
ance should be less than one-hundredth 6f the input 
impedance. 
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Each of the two resistors R i in the measurement 
circuit should be equal, to minimum, d.c. input 
impedance of the amplifier. Where the amplifier has 
a single-ended input with one terminal connected 
to the reference line, one resistor, equal in value 
to the input impedance of the amplifier shall be used 
in series with the signal generator only. 

Refer to the Note in 14.1.1. 

The two capacitors should offer negligible imped- 
ance at the frequency of the signal specified for the 
measurement, that is, capacitor impedance should 
be less than one-hundredth of the input impedance. 

14.1.4 Precautions to be Observed 
See 5.2 on general precautions. 

14.1.5 Measurement Procedure 

The integrated circuit is connected in the measure- 
ment circuit as shown in Fig. 16, together with any 
additional networks. 

The supply voltages are set to the specified values. 

With the specified signal input, the attenuator shall 
be adjusted to give the same level of output. 

The amplification will be then equal to the value 
of attenuation. 

14.1.6 Specified Conditions 

— Ambient or reference-point temperature, 

— Power supply voltage(s). 

— Output load impedance. 

— Bias and/or offset compensating networks. 

— Input signal level, frequency and waveform. 

— Conditions at other terminals. 

— Additional networks, where appropriate. 

14.2 Method b (Applicable only to Differential 
Input Linear Amplifiers) 



14.2.1 Purpose 

To measure the value of the d.c. voltage amplifi- 
cation of a differential input linear amplifier. 

14.2.2 Circuit Diagrams 

14.2.3 Circuit Description and Requirements 

The linear amplifier under measurement is inserted 
in a measuring loop including amplifier A and a 
divider bridge consisting of resistors R ( and R. 

The output voltage of amplifier A, V v is read on 
a high impedance voltmeter. 

Resistors R are short-circuited by switches S and 



Amplifier .4 compared V Q , output voltage of the am- 
plifier under measurement, and reference voltage V R . 

Amplifier A should conform with the requirements 
given in S3. In addition, resistor R^ should be much 
larger than R o . The ratio between )? { and R should 
be chosen in such a way that voltage V^ does not 
exceed the output voltage swing of amplifier^. The 
accuracy of the method of measurement depends on 
the precision of the values of resistors R { and f? o . 

14.2.4 Precautions to be Observed 
See 5.2 on general precautions. 

14.2.5 Measurement Procedure 

The integrated circuit is connected in the measure- 
ment circuit as shown in Fig. 17. 

The supply voltage are set to the specified values. 
Switch S 5 is connected to earth. 

With switches S p S 2 and S 4 closed, and S } connected 
to earth, the reference voltage is set to zero. 

Switch 5 3 is then connected to + V R . The value of 
V L is noted; let this be. V L4 . 

Switch 5 3 is then connected to -V R . The value of 



V L is again noted; let this be V Li 
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NOTE — Z is equal to the characteristic impedance of the attenuator. 

Fig. 16 Measurement Circuit 
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R R 

NOTE — R x is equal lo ^— 

R [ + R : 

Fig. 17 General Measurement CmanT 



The d.c. voltage amplification is given by: 



where k = 



A = 



R 



2V„ 



Wu - vj 



o 1 

14.2.6 Specified Conditions 

— Ambient or reference-point temperature. 

— Power supply voltage(s). 
-- Output load resistance. 

— Value of reference voltage V R . 
- — Conditions at other terminals. 

— Additional networks, where appropriate. 

15 CUT-OFF FREQUENCY (FREQUENCIES) (f) 

(32) 

15.1 Purpose 

To measure the value of the cut-off frequency 
(frequencies) of a linear amplifier. 

NOTE — This method may not be applicable to some 
types of amplifiers having very high input impedance, for 
example, amplifiers employing a field-effect transistor input 
stage. 



15.2 Circuit Description and Requirements 

See Fig. 16. 

15.3 Circuit Description and Requirements 

The methods of measurement described in 14, method 
a is applicable. 

15.4 Precautions to be Observed 

See 5.2 on general precautions, 

15.5 Measurement Procedure 

The integrated circuit is connected in the measure- 
ment circuit as shown in Fig. 16, together with any 
specified additional networks. 

The supply voltages are set to the specified values. 

With all other input conditions remaining constant, 
the input frequency is raised until the output level 
has fallen to 0.707 of the output level at the 
reference frequency. The input frequency is noted. 

These two frequencies are the upper and when ap- 
propriate, the lower cut-off frequencies (3 dB points) 
of the integrated linear amplifier. 

15.6 Specified Conditions 

As in 14.1.6, plus the reference of frequency. 
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16 COMMON-MODE REJECTION RATIO 

(W (33) 

16.1 Method a (a.c. Measurement) 

16.1.1 Purpose 

To measure the value of the common-mode rejec- 
tion ratio of a differential-input linear amplifier. 

NOTES 

1 This method may not be applicable to some types of 
amplifiers having very high input impedance, for example, 
amplifiers employing a field effect transistor input stage. 

2 This method is intended as a laboratory method capable 
of giving a accurate result (certainly better than ± 10 percent), 
but it may not be suitable for amplifiers having a high value 
of open-loop gain (for example, in excess of 60 dB) due to 
the problem of instability. 

16.1.2 Circuit Diagram 

16.1.3 Circuit Description and Requirements 

The attenuator impedance should be insignificant 
compared with the input impedance of the amplifier 
under measurement, that is, it should be less than 
one-hundredth of the input impedance. 

The capacitor impedance should be insignificant 
compared with the attenuator impedance. 
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16.1.4 Precautions to be Observed 

See 5.2 on general precautions. 

16.1.5 Measurement Procedure 

The integrated circuit is connected in the measure- 
ment circuit as shown in Fig. 18. The supply volt- 
ages are set to the specified values. 

With the specified input signal, the attenuator is 
adjusted to give the same level of output of the 
integrated circuit. 

The common-mode amplification will then be equal 
to the value of the attenuation. 

The differential amplification is measured as described 
in 14.1.5. 

The common-mode rejection ratio is calculated as 
the ratio of differential amplification to common- 
mode amplification. 

NOTE — It is possible that the common-mode amplification 
might be relatively small. 

In this case, the measurement circuit should be 
modified as shown in Fig. 19, to include a second 
attenuator. The common-mode amplification is then 
the difference between the attenuator readings for 
a given output voltage. 
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Fig. 18 Measurement Circuit 
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16.1.6 Specified Conditions 

— Ambient or reference-point temperature. 

— Power supply vo!tage(s). 

— Source and load impedance. 

— Bias and/or offset compensating network(s). 

— Input signal level, frequency and waveform. 

— Conditions at other terminals. 

— Additional networks, where appropriate. 

16.2 Method b (d.c. and a.c. Measurement) 

16.2.1 Purpose 

To measure the value of the common-mode rejec- 
tion ratio of a differential-input linear amplifier. 

16.2.2 Circuit Diagrams 

16.2.3 Circuit Description and Requirements 

The linear amplifier under measurement is inserted 
in a measuring loop including amplifier A and a 
divider bridge consisting of resistors R ( and R o . 

The output voltage of amplifier A, V L , is read on 
a high impedance voltmeter. Resistor R are short- 
circuited by switches S x and S r 

Amplifier A compares V Q , output voltage of the am- 
plifier under measurement, and reference voltage V R . 
Voltage V should be equal to zero. 

Amplifier A should conform with the requirements 
given in 5.3. In addition, resistor R ( should be much 
larger than R o . The ratio between R ( and R should 
be chosen in such a way that voltage V. does not 
exceed the output voltage range of amplifier A. The 
accuracy of the method of measurement depends on 
the precision of the values of resistors R { and R o . 

Vg is the output voltage from a signal generator whose 
frequency is much lower than the 3 dB cut-off 
frequency of the integrated linear amplifier being 
measured and whose period is much larger than the 
time constant of the power supplies of the amplifier 
being measured. The magnitude of voltage V CM and 
the amplitude of V s should be less than the specified 
common-mode input voltage range of the integrated 
linear amplifier being measured. 

NOTE — In the a.c. method II {see below), the phase shift 
between the supply terminals of the amplifier being measured 
and the signal source is: 



= 2 3l(T/T) 



where 

r = internal resistance of the power supply 

C = capacitance of the filter shunted at the power 
supply 

For T » x, (p is very small; therefore, the phase 
difference between signals at supply terminals of the 
amplifiers being measured : Acp = <Pj - cp 2 is also 
very small. 

16.2.4 Precautions to be Observed 

See 5.2 on general precautions. 

The sources of error associated with the measuring 
methods are due to : 

a) the tolerance on resistors R o and /? f ; 
and 

b) the measurement error associated with 
V CM , V s and AV L . 

In the case of methods I (d.c. and a.c. below), the 
mismatching of the resistor network at input termi- 
nals of the amplifier being measured will introduce 
error. The relative mismatching for R and ^? f at the 
two input terminals of the amplifier being measured 
shall be: 



AR 



R 



« 



R + R e 
R 



1 



Any error in the measurement of output voltage 
affects the error in determining the common-mode 
rejection ratio in proportion to the value of (his ratio 
itself. 

For d.c. methods, this error is also proportional to 
the input offset voltage. 

For a.c. methods, the output noise voltage may be 
a significant source of measurement error. 

Hence, the magnitudes of the errors which can occur 
are as follows : 

d.c. methods I and II: 

V,„ x JL 



Error = 



VL 



x voltage measurement error. 



where 



a.c. methods I and II: 



V xk R 

Error = n(p-p) CMR x — ^+ tolerance on voltage 

V R 

s f measurement 

16.2.5 Measurement Procedure 



x = time constant of the power supply 
T = period of the common-mode signal 
x can be estimated as: x = re' 



16.2.5.1 d.c. Method I : The integrated circuit is 
connected in the measurement circuit as shown in 
Fig. 20. , 

The supply voltages are set to the specified values. 
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Switches S , S 2 and S 4 are closed, and switch S i and 
S 6 connected to earth. Switch 5, is connected to 
+ V CM . The value of V L is noted; let this be V^. 

Switch S 5 is then connected to -V CM . The value of 
V L is again noted; let this be V L7 . 

The common-mode rejection ratio is given by: 
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16.2.5.3 a.c. Method I 

Switches 5,, S 2 and S 4 are closed, and switches 5 3 
and S 6 are connected to earth. Switch S, is connected 
to V t , the corresponding change AV U in V L is measured. 

The common-mode rejection ratio is calculated using 
the expression: 



R. 



2K. 



CMR 



V - V 



NOTE — This method requires the use of a highly accurate 
network. 

16.2.5.2 d.c. Method II 

Switches S v S 2 and S are closed and switch 5 5 is 
connected to earth. Switches S 3 and S 6 are connected 
to +V CM . The value of V L is noted (V^. 



Switches S 3 and S 6 are connected to -V cu . The value 
of V L is again noted (V L7 ). 

The common-mode rejection ratio is calculated using 
the expression: 



R ( + R 

( 

R 



2 V„ 



V - V 



NOTE — The method requires the use of floating power 
supplies, that is having no earth return for a.c. signals. 



R, 



V 



CMR 



AV, 



Ll 



where 



V s = peak-to-peak value of the signal volt- 
age. 

AV U = corresponding peak-to-peak value of 
change in V . 

NOTE — This method requires the use of a highly accurate 
resistor network. 



16.2.5.4 a.c. Method II 

Switches S v S 2 and 5 4 are closed, and switch 5, is 
connected to earth. Switches S 3 and S 6 are connected 
to V r 

The corresponding changes AV L2 in V L is measured. 
The common-mode rejection ratio is calculated using 
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Fig. 20 General Measurement Circuit 
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Ihc expression: 

V 



R t + R 

I 

R 



AV. 



where 

V s = peak-to-peak value of the signal volt- 
age 

AV L2 = corresponding peak-to-peak value of 
change in V,. 

NOTE — This method requires the use of floating power 
supplies, that is having no earth return for a.c, signals. 

16.2.6 Specified Conditions 

— Ambient or reference-point temperature. 

— Power supply voltage(s). 

— Output load impedance, 

— Magnitude of voltage V CM (for d.c. methods). 

— Amplitude to signal voltage (for a.c. methods). 

— Frequency of the signal (for a.c. methods). 

— Conditions at other terminals. 

— Additional networks, where appropriate. 

17 SUPPLY VOLTAGE REJECTION RATIO 

17.1 Method a 

17.1.1 Purpose 

To measure the value of the rejection ratio of an 
amplifier to a change of the supply voltage. 

17.1.2 Circuit Diagrams 

See Fig. 8 (differential inputs). 
See Fig. 9 (single-ended input). 

17.1.3 Circuit Description and Requirements 

The linear amplifier under measurement is connected 
in the measurement circuit under recommended op- 
erating conditions, and the input offset or bias supply 
voltage is adjusted until the output voltage is brought 
to zero (or a specified value). Where the single- 
ended input amplifier has no inverted output, an 
inverting amplifier with a gain of one is inserted 
in the circuit as shown in 9. 

R^ should be selected to be neither larger than the 
nominal input impedance nor less than ten times the 
output impedance of the amplifier. /?, should be equal 
to R 2 divided by 100 or by one-tenth the minimum 
open-loop gain, whichever is the smaller. 

The resistance of the offset supply should be low 
enough to ensure insignificant error due to the maxi- 
mum specified offset (or bias) current, compared with 
the maximum specified offset (or bias) voltage. 



NOTE — Where an inverting amplifier is required for use 
with a non-inverting amplifier, its input impedance should be 
at least ten times the output impedance of the circuit under 
measurement. 

17.1.4 Precautions to be Observed 
See 5.2 on general precautions. 

17.1.5 Measurement Procedure 

The integrated circuit is connected in the measure- 
ment circuit as shown either in Fig. 8 or in 9. 

The supply voltages are set to the specified values. 

Any additional network will be connected as specified. 

The voltage of the offset or bias supply is adjusted 
to bring the output voltage to zero (or the specified 
value) and its value noted. 

Each supply voltage is raised in turn by a specified 
amount, and each time the output voltage is brought 
back to zero (or the specified value) by an appro- 
priate change of the offset (or bias) supply voltage 
whose value is noted in each case. 

The change in supply voltage is divided by the change 
in offset or bias voltage and the result gives the 
rejection ratio in each case. 

17.1.6 Specified Conditions 

— Ambient or reference-point temperature. 

— Power supply voltage(s). 

— Output load resistance. 

— Output reference voltage. 

— Nominal input resistance. 

— Nominal output resistance. 

— Minimum open-loop gain. 

— Change of supply voltage for measurement. 

— Conditions at other terminals. 

— Additional networks, where appropriate. 

17.2 Method b 

17.2.1 Purpose 

To measure the value of the supply voltage rejection 
ratio of a differential input linear amplifier to a change 
of all supply voltages simultaneously. 

17.2.2 Circuit Diagrams 

17.2.3 Circuit Description and Requirements 

The linear amplifier under measurement is inserted 
in a measuring loop including amplifier A and a 
divider bridge consisting of resistors R f and R o . The 
output voltage of amplifier A, V L , is read on a high 
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impedance voltmeter. Resistors are short-circuited by 
switches S x and S r 

Amplifier A compares V o , the output voltage of the 
amplifier under measurement, and reference voltage 
V R . Voltage V o should be equal to zero. 

Amplifier A should conform to the requirements given 
in 5.3. In addition, resistor R { should be much larger 
than R . The ratio between R t and R should be 
chosen in such a way that voltage V does not 
exceed the output voltage swing of amplifier A. The 
accuracy of the method depends on the precision 
of the values of resistors R e and R . 

I 

17.2.4 Precautions to be Observed 

See 5.2 on general precautions; in addition, if the 
changes in the supply voltages are also applied to 
the additional amplifier A, then it is necessary to 
ensure that the supply voltage rejection ratio of A 
is not less than that of the amplifier under meas- 
urement. 

17.23 Measurement Procedure 

The integrated circuit is connected in the measure- 
ment circuit as shown in Fig. 21. 

Supply voltages are set to the specified values. 

With switches S,, 5 2 and S 4 closed, and S 3 and S 5 
are connected to earth. The value of voltage V L is 
noted; let this be V^. 
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Then specified changes V cc = B \ V cc j are applied 
to supply voltages: 

a) in the positive direction, and the value of 
voltage V L is noted; let this be V L9 ; 

b) in the negative direction, and the value of 
voltage V L is noted; 

let this be V L10 . 

The two values of the supply voltage rejection 
ratio are given by: 



/ 



SVRl 



AV CC1 + AV ^CC2 + — + AV CO, 

V - V 

U) L8 



AV CC1 + ^ V CC2 + — + AV CQ, 



V - V 

UO L8 



where k = R o I (i? o + R { ) 



This procedure gives the values of the supply voltage 
rejection ratio for the case when all supply voltages 
are changed simultaneously. In order to obtain the 
values for the cases when only one supply voltage 
is changed, the remaining supply voltages are 
maintained at their nominal values; the equations 
given above should be modified accordingly. 

17.2.6 Specified Conditions 

— Ambient or reference-point temperature. 



§h 



+ «CM 



^£~ 




3 y i c 



m^ 1 



INTEGRATED CIPCUfT 
UNDER MEASUREMENT 



3 



t 



X ■' 

I 




.-+* -*„», 

^ ^ 



NOTE — R 3 is equal to 



R l +R l 



Fig. 21 General Measurement Circuit 
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— Power supply voltage(s). 

— Output load impedance. 

— Relative supply voltage change for measure- 
ment, B. 

— Conditions at other terminals. 

— Additional networks, where appropriate. 

18 OUTPUT VOLTAGE RANGE (D.C. 
MEASUREMENT ONLY) FOR DIFFERENTIAL 
AMPLIFIERS (35) 

18.1 Purpose 

To measure the value of the output voltage range 
of a linear amplifier for maximum clipping. 

18.2 Circuit Diagram 

18.3 Circuit Description and Requirements 

The linear amplifier under measurement is inserted 
in a measuring loop including an amplifier A and 
a divider bridge consisting of resistors R ( and R g . 
The output voltage V o is read on a high-impedance 
voltmeter. Resistors R are short-circuited by switches 
S, and S 2 . 

Amplifier A compares V o , the output voltage of the 
amplifier under measurement, with a known value 
of the reference voltage V R . 

Amplifier A should conform to the requirements given 
in 4.3. 



In addition, resistor R f should be much larger than 
R o . The ratio between R f and /? o should be chosen 
in such a way that voltage V L does not exceed the 
output voltage swing of amplifier A. 

18.4 Precautions to be Observed 

See 4.2 on general precautions; in addition, care should 
be taken to avoid excessive output currents of the 
integrated circuit under measurement, if it has no 
means for current limitation. 

To avoid error due to excessive current being drawn 
by resistor R v it is necessary to make R { » R v 

18.5 Measurement Procedure 

The integrated circuit is connected in the measure- 
ment circuit as shown in Fig. 22. 

Supply voltages are set to the specified values. 

With switches S,, S, and S 4 closed, switch S 5 is 
connected to earth, switch S. is connected to a positive 
reference voltage +V R (which should be greater than 
50 percent of the expected output voltage range) and 
the output voltage V o is noted; let this be V ov 

Switch S 3 is then connected to an equal negative 
reference voltage -V R and the output voltage V o is 
again noted; let this be V or 

The output voltage range is given by : 



provided that | V | < ^ R 



'02 I 

and 



y 2 1 < ^ R 
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Fig. 22 General Measurement Qrcuit 
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18.6 Specified Conditions 

— Ambient or reference-point temperature. 

— Power supply voltage(s). 

— Input source impedance. 

— Output load impedance. 

— Reference voltage V R . 

— Conditions at other terminals. 

— Additional networks, where appropriate. 
19 RESPONSE TIMES (39) 

19.1 Purpose 

To measure the value of the response times (delay 
time, ripple time and total response time) of operational 
amplifiers under small-signal conditions. 

19.2 Circuit Diagram 

19.3 Circuit Description and Requirements 

For unity amplification configuration, resistor R i and 
feedback resistor R 2 are equal. 

For amplification A, greater than unity, those resistors 
are such that : 

- (R/R) = (V/V) = A 
2 1 1 v 

The two resistors R and R. should be chosen so 
that, together with the capacitance across the input 
terminals, they produce a time constant at the input 
terminal that is negligible compared with the rise 
time of the amplifier being measured. In addition, 
reistors R and R 2 should be very much greater 
respectively than the output resistance R of the pulse 
generator and the output resistance of the integrated 
circuit. The value of /? 3 = [(/?, R 2 )f(R 1 + R 2 )]. For 
amplifiers with separate null offset terminals), the 
manufacturer's instructions for offset compensation 
should be followed. 

Any phase compensation network to be used with 
the amplifier shall be connected. 

Capacitor C shall offer a negligible impedance at 
the pulse repetition frequency compared with the 
values of resistors R l and R r 

The pulse duration should be long compared with 
the total response time of the amplifier. 

The pulse generator rise and fall times shall be 
negligible in comparison with the delay time of the 
integrated circuit being measured. 

Care should be taken to ensure correct termination 
of the pulse generator. 
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19.4 Precautions to be Observed 

The output signal amplitude shall be sufficiently small 
for the slope times not to be limited by the maximum 
available rate of change of output voltage, i.e. small 
signal conditions apply. 

19.5 Measurement Procedure 

The ambient or re fere nee -point temperature is set 
to the specified value. 

The integrated circuit is connected in the 
measurement circuit, as shown in Fig. 23. The supply 
voltages are set to their specified values, when 
appropriate. The offset voltage supply is adjusted 
to bring the output voltage to zero (or to a specified 
value). 

The pulse generator is set to give the specified pulse 
duration and frequency and the amplitude is adjusted 
so that small-signal conditions apply (see 18.4 on 
precautions). 

The following characteristics (delay time, slope time, 
ripple time and total response time) can be measured 
by a time measuring instrument from the output pulse, 
e.g. a dual-beam oscilloscope, as shown in the example 
of Fig. 24. 

19.6 Specified Conditions 

— Ambient or reference-point temperature. 

— Supply voltages. 

— Value of resistors R and R r 

— Output load; resistances and inductance 
and/or capacitance; the value of the 
capacitance include should stray capacitance 
and input capacitance of the time measuring 
instrument. 

— Initial output voltage, if different from zero. 

— Value of e. 

— Pulse conditions; frequency, duration, slope, 
lime. 

— Conditions at other terminals. 

— Additional network(s), details of offset 
voltage compensation network, where 
appropriate. 

20 COMMON-MODE INPUT VOLTAGE 
RANGE (42) 

20.1 Purpose 

To measure the most positive and most negative 
common-mode input voltage under the conditions 
of maintaining the common-mode rejection ratio within 
specification. 
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20.2 Circuit Diagram 

20.3 Circuit Description and Requirements 
See 16.2.3. 

20.4 Precautions to be Observed 

See 5.2 of tbis section on general precautions. 



20.5 Measurement Procedure 

The integrated circuit is connected in the measure- 
ment circuit as shown in Fig. 25. 

The supply voltages are set to the specified values. 

Switches S v S 2 and S t are closed; switches 5 3 and 
S, are connected to earth. The value of K is noted 
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Fig. 24 Example of Response Times 
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Fig. 25 Measurement Circuit 



Switch S $ is then connected to +V CM . The common- 
mode input voltage +V~. is slowly taken more positive 
until the common-mode rejection ratio reaches the 
specified value. The common mode rejection ratio 
is calculated using the expression: 



R 



CM 



V - V 



The value of +V CM is then recorded. 

Switch 5 5 is then connected to -V CM which is then 
taken slowly more negative until the common-mode 
rejection ratio reaches the specified value. The 
value of -V CM is then recorded. The common- 
mode input voltage range is that range from -V CM 

20.6 Specified Conditions 

— Ambient or reference-point temperature. 

— Power supply voltage(s). 

— Load resistance R L . 

— Common-mode rejection ratio k CMR . 

— Values of R and R t . 

o f 

— Conditions at other terminals. 

— Additional networks, where appropriate. 



21 SHORT-CIRCUIT OUTPUT CURRENT (OF 
AN OPERATIONAL AMPLIFIER) (43) 

21.1 Purpose 

To measure the value of the short-circuit output 
current of an operational amplifier. 

NOTE — In (his measuring method Ihe current flowing out 
through the output terminal is usually measured. However the 
current flowing into the output terminal may be measured if 
necessary. 

21.2 Circuit Diagram 

21.3 Circuit Description and Requirements 

The input d.c. voltage V should be at least ten times 
larger than the input offset voltage, less than the 
maximum differential input voltage. Usually, V A = 
± 1 V is chosen as a preferred condition. 

The resistance of the ammeter should be less than 
1Q. 

21.4 Precautions to be Observed 

See 5.2 of this section on general precautions. In 
addition, care should be taken on the measuring time 
to avoid the influence of heat dissipation. 

21.5 Measurement Procedure 

The integrated circuit is connected in the measure- 
ment circuit as shown in Fig. 26. 

The supply voltages are set to the specified values. 
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Fkj. 26 Measurement Circuit 



The input voltage V A is set to the specified values. 
The value of / is noted. 

OS 

For positive V A , / os flows out through the output 
terminal, which gives a negative short-circuit output 
current (source current). 

For negative V A , / o flows into the output terminal, 
which gives a positive short-circuit output current 
(sink current). 

21.6 Specified Conditions 

— Ambient or reference-point temperature. 

— Power supply voltage(s). 

— Input voltage (V A ). 

— Measuring time. 

22 CROSS-TALK ATTENUATION (FOR 
MULTIPLE AMPLIFIERS) (44) 

22.1 Purpose 

To measure the value of the cross-talk attenuation 
between two amplifiers of a multiple operational 
amplifier. 

22.2 Circuit Diagram 

22.3 Circuit Description and Recruitments 

The value of resistor R^ should be at least 100 times 
the value of resistor R , and should also be very 



large compared to both the load resistance R L and 
the amplifier output resistance. 

The output signal levels of the amplifiers are read 
on a selective voltmeter having a wide dynamic range 
to ensure the measuring accuracy. 

22.4 Precautions to be Observed 

See 5.2 of this section on general precautions. In 
addition, the output signal level should be choosen 
in such a way that it does not exceed the maximum 
output voltage swing of the amplifier. 

In the case of measurement at high frequency, 
particular care should be given to the frequency 
characteristic of the negative feedback loop and the 
distortion of the output signal. 

22.5 Measurement Procedure 

The integrated amplifiers (channel A and B) being 
measured are connected as shown in Fig. 27. The 
supply voltages are set to the specified values. 

The switches S , 5, and 5 are set to the position 



The output signal V QA is set to the specified value 
by means of adjustment of the input signal amplitude 

V.. 

i 

The switch 5 is then changed to position b, so that 
the output signal V is obtained. 
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The channel separation between channel A and 
channel B is given by : 



V . 
20 log— ^ 



(dB) 



By carrying out a similar measurement with switches 
S, and 5 2 set to position b and 5 } starting at position 
b first, the channel separation between channel B 
and channel A is given by : 



20 log 



(dB) 



22.6 Specified Conditions 

— Ambient or reference point temperature. 

— Power supply voltage(s). 

— Load resistance R v 

— Values of R x and R r 

— Signal frequency. 

— Amplitude V^ of output signal. 

— Additional networks, where appropriate. 

— Conditions at other amplifiers. 

23 UPPER LIMITING FREQUENCY FOR FULL 
OUTPUT VOLTAGE SWING (45) 

23.1 Purpose 

To measure the upper limiting frequency for full 
output voltage swing of an operational amplifier. 

23.2 Circuit Diagrams 

23.3 Circuit Description and Requirements 

The value of resistor, R. should be at least 100 times 
the value of resistor R v and should also be very 
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large compared to both the load resistance R L and 
the amplifier output resistance. 

The signal generator which supplies the input signal 
should have the required range of the output level 
and frequency, and its harmonic distortion shall be 
substantially lower than 1 percent. 

The output signal is observed by a distortion analyser 
and an oscilloscope. 

23.4 Precautions to be Observed 

See 5.2 on general precautions. 

23.5 Measurement Procedure 

The integrated circuit is connected as shown in 
Fig. 28 together with any additional networks. 

The supply voltages are set to the specified values. 

Switch S closed, a low-frequency input signal is 
applied, and its amplitude is increased until the 
harmonic distortion of the output signal grows to 
1 percent (or another specified value). This output 
signal level is the full output voltage swing. 

The input signal frequency is then raised until the 
harmonic distortion increases to a specified level 
(usually 3 percent) with the output voltage swing 
kept at the same value. This frequency is noted, which 
gives the upper limiting frequency for full output 
voltage swing. 

23.6 Specified Conditions 

— Ambient or reference-point temperature. 

— Power supply voltage(s). 

— Output load impedance. 

— Values of R t and R r 

— Harmonic distortion factor of output signal. 

— Additional networks, where appropriate. 

— Conditions at other amplifiers. 




/WOT M#? 



NOTE— R j is equal to 



R.R, 



Fig. 27 Measurement Circuit for Two Amplifiers ( .A and B > of a Multiple Operational Amplifier 
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24 MAXIMUM RATE OF CHANGE OF THE 
OUTPUT VOLTAGE (SLEW RATE) (5 VOM ) (46) 

24.1 Purpose 

To measure the value of the maximum rate of change 
of the output voltage (slew rate) of an operational 
amplifier under large-signal conditions. 

24.2 Circuit Diagrams 

24.3 Circuit Description and Requirements 

For unity-amplification configuration, resistor R { and 
feedback resistor R 2 are equal. 

For amplification A v , these resistors are such that: 



* 2 
R, 



V 

o 

V. 



The two resistors R and R should be chosen so 
that, together with the capacitance across the input 
terminals, they produce a time constant at the input 
terminal that is negligible compared with the slew 
rate of the amplifier being measured. In addition, 
resistors /?, and R 2 should be very much greater 
respectively than the output resistance R of the pulse 
generator and the output resistance of the integrated 
circuit. 

For amplifiers with separate null offset terminal(s), 
the manufacturer's instructions for offset compen- 
sation should be followed. 

Any phase compensation network to be used with 
the amplifier should be connected. 

Capacitor C should offer a negligible impedance at 
the pulse repetition frequency compared with the value 
of resistors R, and i?,. 



The pulse duration should be long compared with 
the slew rate of the amplifier. 

The pulse generator rise and fall times should be 
negligible in comparison with the slew rate of the 
integrated circuit being measured. 

Care should be taken to ensure correct termination 
of the pulse generator. 

24.4 Precautions to be Observed 

The output signal amplitude should be sufficiently 
large for the slope times to be limited by the maximum 
available rate of change of the output voltage, that 
is, large-signal conditions apply. 

24.5 Measurement Procedure 

The ambient or reference -point temperature is set 
to the specified value. 

The integrated circuit is connected in the measure- 
ment circuit, as shown in Fig. 29. 

The supply voltages are set to their specified values. 
The offset voltage supply is adjusted to bring the 
output voltage to zero (or to a specified value). 

The pulse generator is set to give the specified pulse 
duration and frequency and the amplitude is adjusted 
so that large-signal conditions supply (see 24.4 on 
precautions). 

The slew rate can be determined by a time measuring 
instrument displaying the output pulse, for example, 
a dual-beam oscilloscope, as shown in the example 
of Fig. 30. It can be calculated using the expression: 
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Fig. 28 Measurement Circuit 
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24.6 Specified Conditions 

— Ambient or reference-point temperature. 

— Supply voltage(s). 

— Values of resistors /? t and R r 

— Output load : resistances and inductance 
and/or capacitance; the value of tbe 
capacitance should include stray capacitance 
and input capacitance of the time measuring 
instrument. 
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— Initial output voltage, if different from zero. 

— Values of V 01 and V or 

— Pulse conditions; frequency, duration, slope 
time and amplitude. 

— Conditions at other terminals. 

— Additional network(s), details of offset volt- 
age compensation network and phase 
compensation network, where appropriate. 
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Fig. 30 Example of Response Times 
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25 INPUT BUS CURRENT TEMPERATURE 
COEFFICIENT (47) 

25.1 Purpose 

To measure the value of the coefficient of change 
of input bias current caused by the change in 
integrated circuit temperature. 

25.2 Circuit Description and Requirements 

The measuring methods described in 11, either method 
a or method b, are applicable. 



25.3 Measurement Procedure 

The input (/ ) is measured as described in 11 wi 
the integrated circuit stabilized at the first specifn 



integrate 
temperature T. 



ith 
ified 



The integrated circuit temperature is then raised and 
stabilized at the second specified temperature T 2 and 
the input bias current is measured again. (/ |B -,)- 

The input bias current temperature coefficient is 
calculated using the expression : 



1B2 



"1B1 



T - T 
25.4 Specified Conditions 

As in 11.1 or 11.2 according to the method used, 
plus the values of temperatures T 1 and T r 

26 CUT-OFF FREQUENCY, UNIT-GAIN 
FREQUENCY <f € , /,) (SS) 

26.1 Purpose 

To determine the cut-off frequency of the unity-gain 
frequency of an integrated operational amplifier by 
measurement of the gain-bandwidth product. 

NOTES 

1 This method is only applicable lo amplifier whose 
frequency response curve has a 6 dB per oclavc roll -off 
between the points of cut-off and unity-gain frequencies, 
whether this is achieved by a compensating network or not. 



2 This method makes it possible to determine whether the 
cul-off frequency or the unity-gain frequency lies above a 
specified limit. 

26.2 Circuit Diagrams 

26.3 Circuit Description and Requirements 

The value of resistor R l should be less than one 
hundredth of the value of input impedance of the 
amplifier at the frequency of measurement. Resistor 
/? 3 should be approximately equal to R . Resistor 
R 2 should be at least 100 times the value of /?,. 
(In practice the ratio RJR l determines the low- 
frequency voltage gain of the amplifier. This ratio 
should be kept as high as possible consistent with 
stability and repeatability of measurements). The value 
of R 2 should also be large compared to both the 
load resistance R L and the amplifier output resis- 
tance. 

The impedance of capacitor C should be less than 
1 percent of the value of R y at the measurement 
frequency. 

The output impedance of the attenuator should be 
negligible with respect to the value of /?,. 

The impedances of meters V l and V 2 should be high 
compared to the impedance of the attenuator and 
the load respectively. An oscilloscope, or a single 
meter with a suitable switching system, may be used 
in place of V and V,. 

26.4 Precautions to be Observed 

See 5.2 on general precautions. In addition, since 
the frequency used may be very high (for example, 
up to 100 MHz), a suitable test jig should be used 
so as to ensure that stray capacitance across the input 
terminals is low enough to avoid influencing the 
measurement result. 

26.5 Measurement Procedure 

The integrated circuit being measured is connected 
in the measurement circuit as shown in Fig. 31 together 
with any specified additional networks such as for 
phase compensation. 




RCfEBENCF 



G 2 - offset voltage supply. 

Fig. 31 Measurement Circuits 
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The supply voltages are set to the specified values. 
Where required, the offset voltage supply GL is 
adjusted to bring the d.c. output voltage to specified 
reference level. 

The generator is set to the specified frequency and 
the attenuator adjusted to produce the specified value 
of input voltage as indicated by meter V r 

A check should be made to ensure that the circuit 
is operating within its linear operating range. 

A further check should be made to ensure that the 
frequency of measurement lies in the linear slope 
range (- 6 dB per octave) of the frequency response 
curve above the cut-off frequency by either 
doubling or halving the frequency and verifying 
that the product of gain and frequency varies by 
less than 10 percent. 

The output voltage as indicated by meter V 2 is noted. 

For an operational amplifier, the gain-bandwidth 
product is given by the product of gain and 
frequency obtained above. 

The extrapolated unity gain frequency is given by 



and the extrapolated cut-off frequency is given by 

fv 2 



/,= 



V A 
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where 

/ = frequency of measurement. 

A vo = open-loop voltage amplification at a very 
low frequency. 

Therefore, the cut-off frequency exceeds the speci- 
fied limit (f) if: 

and the unity-gain frequency exceeds the specified 
limit (/,) if: 

The typical frequency response curve is shown in 
Fig. 32. 

26.6 Specified Conditions 

— Ambient or reference-point temperature. 

— Power supply voltage(s). 

— Quiescent reference output voltage. 

— Load resistance and values of R v and R r 

— Input signal frequency and amplitude. 

— Details of any additional circuit to be con- 
nected externally, especially compensating 
networks. 




SLOPE = -6 dB PER OCTAVE 



LOG f 



NOTE — The real unity-gain frequency can be measured by increasing the frequency of measurement until the amplitude of the 
output voltage V 2 decreases to be equal to the input voltage V x . 

Fig. 32 Typical Frequency Response Curve 
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( Continued from second cover ) 

This standard is one of a series of Indian Standards on measuring methods of analogue integrated 
circuits. This section of the standard provides measuring methods for Analogue Integrated Circuits 
Linear Amplifiers including operational amplifiers. Various sections of this part are: 

Section 1 General 

Section 2 Linear Amplifiers 

Section 3 Voltage Regulator 

When more than one method of measurement of a particular characteristic is described, it is 
implied that any one method will be suitable. These methods may vary considerably in regard to 
accuracy desired, ease of measurements, etc. 

While preparing this standard, assistance has been derived from IEC Pub 748-3 'Semiconductor 
devices, integrated circuits Part 3 : Analogue integrated circuits', issued by the International 
Electrotechnical Commission ( IEC ). 

In reporting the results of a test or analysis made in accordance with this standard, if the final value, 
observed or calculated, is to be rounded off, it shall be done in accordance with IS 2 : 1960 'Rules 
for rounding off numerical values ( revised )\ 
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